Syringe pump malfunction.
An electronic syringe pump accidentally delivered a solution of buprenorphine at an accelerated rate. Following an extensive investigation by the manufacturers, this malfunction was attributed to a short circuit in the electronic control system by a particle of extraneous conductive material within the unit.